
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 Appendix M.  Initial Quality Control Results 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 



Comparison of TAL and CDFA standards conducted by CDFA  
        
 Calculated Expected Difference  
Compound pg/uL  pg/uL  (%)   
        
Chlorpyrifos 101  100  1   
Diazinon 98  100  -2   
Diazinon Oxon 191  200  -4.5   
Dimethoate 191  200  -4.5   
Malathion 192  200  -4   
Malathion Oxon 379  400  -5.25   

        
        
        
Comparison of TAL and CDFA standards conducted by TAL  
        
 TAL Standard  CDFA Standard 

 Calculated Expected Difference  Calculated Expected Difference 

Compound pg/ul pg/ul (%)  pg/ul pg/ul (%) 
Chlorpyrifos 97 100 3%  46 50 8% 
Diazinon 98 100 2%  49 50 2% 
Diazinon Oxon 198 200 1%  92 100 8% 
Dimethoate 199 200 1%  97 100 3% 
Malathion 199 200 1%  95 100 5% 
Malathion 
Oxon 

391 400 2%  186 200 7% 

  Average 2%   Average 6% 
  St. dev.* 1%   St. dev. 3% 
 
*St. dev. = standard deviation 


